Reduction of skin problems at the Alpha socket/skin interface.
Two cases are presented in whom the provision of an Alpha Liner relieved the patients' stump discomfort but developed a skin eruption at the top of the liner. This was resolved satisfactorily by cutting scallops into the top of the liner.